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In this work we have used focused electron beam induced deposition of cobalt to functionalize
atomic force microscopy Akiyama tips for application in magnetic force microscopy. The grown tips
have a content of ≈ 90 % Co after exposure to ambient air. The magnetic tips were characterized
using energy dispersive X-ray spectroscopy and scanning electron microscopy. In order to investigate
the magnetic properties, current loops were prepared by electron beam lithography. Measurements
at room temperature as well as 4.2 K were carried out and the coercive field of ≈ 6.8 mT of the Co tip
was estimated by applying several external fields in the opposite direction of the tip magnetization.
Magnetic Akiyama tips open new possibilities for wide-range temperature magnetic force microscopy
measurements.
PACS numbers: 68.37.Rt,07.79.Pk,81.15.Jj
I. INTRODUCTION
Magnetic force microscopy (MFM) is an essential tool
to probe the local stray fields of materials and can ac-
cess information from nanometer to micrometer length
scales. This is important for experimental work in the
area of nanotechnology, where MFM offers superior spa-
tial resolution compared to superconducting quantum
interference measurements [1]. Thus, MFM has been
used to investigate and to manipulate vortices in super-
conductors [2–4] or ferromagnetic domain walls in thin
films [5–7] and micro/nano-structures [8]. However, most
MFM systems are restricted to room-temperature mea-
surements, lacking the possibility to explore the temper-
ature dependence of magnetic and/or superconducting
properties in such samples. Another crucial factor is, that
conventionally AFM devices are operated using a laser to
detect the cantilever oscillation, which implies a working
place of the order of tens of centimeters, while for AFM
using Akiyama tips, the working place is reduced to a
few centimeters, making it possible to place them inside
a cryostat or employ multi-probe scans. Furthermore,
these tips can be used in darkness and thus allow for mea-
surements inside tubes or a combination of AFM/MFM
with scanning electron, optical or confocal microscopy.
An example of Akiyama tips used for magnetic measure-
ments is the combination with diamonds containing NV-
centers which are glued at the end of the tip [9]. In addi-
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tion, low-temperature measurements can be useful to rule
out topographic or electrostatic contributions [10]. Of-
ten, samples undergo a variety of phase transitions upon
cooling, such as magnetic quantum tunneling or magnetic
anisotropies of small particles that exhibit superparam-
agnetism at room temperature. The hardware for self-
oscillation and self-sensing tips requires less space and
can be placed easily in a cryostat for temperature depen-
dent measurements. Low-temperature MFM has been
used to study micrometric aggregates of a paramagnetic
gadolinium acetate complex [11] or magnetic switching of
ferromagnetic Prussian blue analogue nanoparticles [12]
or single molecule magnets [10].
Moreover, the MFM device itself profits from low tem-
perature, since thermally induced drifts and piezo creeps
are smaller, which is very useful for devices where closed-
loop scanning is not possible. The cryo-cooled AFM de-
vice used for this work, was operated using Akiyama tips,
for which no magnetic tips are commercially available. In
order to produce magnetic tips, focused electron beam
induced deposition (FEBID) of Co was used. Current
loops were prepared to characterize the tips and also for
comparison using standard MFM tips with a standard
AFM/MFM device. Using detailed theory and comput-
ing the equations with standard programs, simulations
were done to compare with the results.
II. EXPERIMENTAL PROCEDURE
For the experiments commercial Akiyama tips
(Nanosensors) designed for AFM were used, with a spring
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Fig. 1. The Akiyama cantilever and gas injection system is shown in (a). A deposited magnetic tip can be seen in (b) and (c).
Pictures (d) and (e) show the magnetic tip before (d) and after measurements (e). The current loop to investigate the response
on a magnetic field can be seen in (f), and the crosses in (g) indicate where the EDX spectra were recorded.
constant of k = 5 N/m. For comparison, a conventional
MFM device (Veeco) with standard MFM tips (Bruker,
k = 3 N/m, Q=220, r=35 nm) was used. The measure-
ments with Akiyama tips were done using a AFM/CFM
device (Attocube) placed in a He-cooled cryostat (Ox-
ford), low-temperature measurements had to be per-
formed using a phase-locked loop due to the large quality
factor Q = 2757 at T = 4.2 K. Magnetic Akiyama tips
have been prepared by FEBID using a dual-beam Helios
600 system (FEI) that integrates an electron beam and
an ion column, see Figs. 1((a)–(e)). FEBID is an in-situ
deposition method, allowing the production of nano-to-
micrometer-sized structures with desired thicknesses and
shape.
During the deposition, the focused electron beam cur-
rent was set to 0.17 nA at 5 kV acceleration voltage
and a Co2(CO)8 gas precursor was injected. Precursor
molecules, delivered onto the substrate surface by means
of a nearby gas-injection system, are dissociated by the
electron beam irradiation, giving rise to a deposit with
the same shape of the beam scanning [13]. FEBID al-
lows the precise growth of a magnetic tip at the apex of
a cantilever with controlled tip dimensions [14, 15]. In the
present case, a continuous electron irradiation on a single
spot has been used for the growth of the magnetic tip at
the apex of the cantilever, see Figs. 1((b)–(e)). Energy-
dispersive X-ray (EDX) spectra were acquired after ex-
posing the cantilevers to ambient conditions for several
minutes, which gives rise to a saturated surface oxidation
layer of ≈ 5 nm [16], see Fig. 1(g).
The tips were grown as follows: first a square-like
structure was deposited as basis for the tip (rectangle,
(2 × 1 × 0.1) µm, deposition time t = 252 s), followed
by two circles, with radii 300 nm (t = 19 s) and 100 nm
(t = 11 s). The resulting tip size was ≈ 250 nm, see
Figs. 1((a)–(d)), due to the broadening effect character-
istic of the growth by FEBID [17]. In Fig. 1(e) the tip
after measurement can be inspected, and compared with
Fig. 1(d), it is obvious that deposited material is robust
and suitable for AFM/MFM measurements.
The current loops were patterned with electron
beam lithography, and Cr/Au with a thickness of
≈ 7 nm/≈ 200 nm, was sputtered, see Fig. 1(f). The
loops used at room temperature have a radius of 4 µm
and ≈ 150 nm width, whereas the current loops used at
low temperatures have a radius of 2.4 µm and a width of
≈ 1 µm.
III. RESULTS AND DISCUSSION
Using EDX, the Co purity was determined to be be-
tween 85 and 92 at %., see Table I. For such Co content,
electron holography measurements in Co nanowires indi-
cate that the magnetization along the long wire axis is
around 1 T [16]. The C content given by EDX are all
the same within the experimental error, which is always
larger than 2-3%; i.e. that the values are comparable.
Further, studies of Co nanostructures indicate that the
structures are composed of a rich Co core and an (stable)
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3Spectrum C (At%) O (At%) Co (At%)
1 6.88 1.31 91.81
2 7.42 0.83 91.75
3 12.23 1.54 86.23
mean 8.84 0.83 89.93
TABLE I. EDX results of a magnetic Akiyama tip at positions
shown in Fig. 1(g). The spectra were recorded after exposure
to ambient air.
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Fig. 2. Geometry of current loop and Akiyama tip with de-
posited Co. The effective magnetic moment m∗ of the tip is
treated as dipole with arbitrary angle.
oxidized cobalt surface, which can be a reason for dif-
ferent values at positions with different surface/volume
ratios [18].
In order to quantify the results, current loops were used
to generate magnetic fields. Considering a current loop
of radius a, see Figs. 1(f) and 2, located in the x − y-
plane, centered at origin and carrying a current I, the
generated magnetic field in Cartesian coordinates is [19]:
Bx =
C · x · z
2α2βρ2
[(
a2 + r2
)
E(k2)− α2K(k2)] ,
By =
C · y · z
2α2βρ2
[(
a2 + r2
)
E(k2)− α2K(k2)]
=
y
x
Bx,
Bz =
C
2α2β
[(
a2 − r2)E(k2) + α2K(k2)] ,
(1)
where ρ2 = x2 + y2, r2 = x2 + y2 + z2, α2 = a2 + r2 −
2aρ, β2 = a2 + r2 + 2aρ, k2 = 1 − α2/β2, C = µ0I/pi,
K and E are the elliptic integrals of first and second
kind, respectively. The magnetic force derivative for an
arbitrary cantilever orientation is given by [20]
F ′(~r) =
∫
tip
∑
i=x,y,z
∑
j=x,y,z
∑
k=x,y,z
njnkM
T
i (~r
′)
× ∂
2Bi(~r + ~r
′)
∂rj∂rk
dV ′,
(2)
where ~MT denotes the tip magnetization. Assuming that
the sample magnetization and ~MT are independent of
each other, that the cantilever is parallel to the sample
surface, i.e. nˆ = zˆ, and that tip is a point dipole, one
finds that
F ′(~r) = mx
∂2Bx
∂2z
+my
∂2By
∂2z
+mz
∂2Bz
∂2z
, (3)
with
~m∗ =
mxmy
mz
 ,
where m∗ is the effective magnetic moment of the de-
posited tip. This provides the possibility to include an
arbitrary angle of the tip point dipole into the simula-
tions, see Fig. 2; MatlabTM was used to calculate the
derivatives of Eqs. (1). The phase shift of the cantilever
can then be simulated with
∆ϕ = −Q
k
(
∂F
∂z
)
=
2Q
ω0
∆ω, (4)
where Q is the quality factor, k the spring constant,
ω0 and ∆ω are the resonance frequency and the fre-
quency shift, respectively. Assuming that ~MT is per-
fectly aligned parallel to zˆ, i.e. my = mx = 0, then the
phase shift along the z-axis of the loop is given as:
∆ϕz =
3µ0a
2ImzQ
2k
[
a2 − 4(d+ δ)2
(a2 + (d+ δ)2)7/2
]
, (5)
with z = d + δ, where d is the scan height and δ is
the distance between the Co tip and the center of the
magnetic dipole. This phase shift (Eq. (5)) is the dif-
ference of the phase between the center of the ring and
the phase signal at a large enough distance away from
the current ring with no stray fields present (as indicated
in Fig. 4(e)). This method has the advantage that the
magnetization will not be changed when scanning with
the magnetic tip or when applying an external magnetic
field, which could be the case when using a ferromagnetic
sample. Also a linear current wire could be used. How-
ever, this is not accurate because the MFM image would
have to be analyzed above an edge of the wire, in order
to get the z-component of the tip stray fields [21]. This
not only implies possible topographic influence but also
electrostatic distortion might occur due to contact poten-
tial between tip and the current carrying wire [21], which
was seen clearly in the measurements using the Akiyama
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Fig. 3. Magnetic force microscopy images at room tempera-
ture of a current loop using a standard MFM tip and standard
device for applied currents of I = ±3 mA(a) and no applied
current(c). Line scans as indicated can be seen in ((b)&(d)).
The results using an Akiyama tip with applied currents of
I = ±2 mA are shown in (e), with no current applied in (g).
The corresponding line scans can be found in ((f)&(h)).
tip. This could be avoided when covering the wire with
an insulating film and a gold film on top, which then can
be connected to the tip in order to electrostatically shield
the tip [22].
In Fig. 3 the results of MFM measurements at room
temperature are shown. The commercial tip together
with the standard AFM/MFM device yield the expected
results, see Fig. 3((a)–(d)). In Fig. 3(a) the top MFM
image shows the results when a current of I = +3 mA
is applied, the bottom image was measured with a cur-
rent of I = −3 mA. The magnetic field at the center of
the loop was Bc ≈ ±471 µT. The scan height of 90 nm
has only a low influence on the field strength, as the 1/e
magnetic decay length for a current loop is roughly equal
to the radius [23]. The two lines indicate the spectra
shown in Fig. 3(b), i.e. spectrum 1 for positive and spec-
trum 2 for a negative applied current, respectively. The
phase shift ∆ϕz was found to be ±0.15◦. In Fig. 3(c)
and (d) the results for zero current are shown. Besides
small topographic effects when scanning across the wire,
no signal is found at the center of the loop.
The results for Akiyama tip at room temperature
can be seen in Fig. 3((e)-(h)), with applied cur-
rents of I = ±2 mA resulting in magnetic fields of
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Fig. 4. MFM images of a current loop using an Akiyama tip
at T = 4.2 K, with applied currents of I = +3 mA (a) and
I = −3 mA (b) and a scan height of d = 100 nm. ((c) and
(d)) show the corresponding simulations and (e) shows the
four spectra as indicated.
Bc ≈ ±314 µT. The phase shift for positive applied
current is ∆ϕz,+ = −0.22◦, and for a negative current,
∆ϕz,− = −0.14◦, respectively. This shows that the elec-
trostatic interaction play an important role when using
Akiyama tips for MFM, when the tip and the cantilever
are electrically connected to the tuning fork. This be-
comes even more evident when taking the MFM images
into account, where large parts of the loop show black
dots, where the tip has struck the gold surface. The phase
at the center is also influenced by this effect, because the
Akiyama tip is tilted, as can be seen in Fig. 1(b), and
thus, even when the magnetic tip is in the center of the
loop, part of the tip is above the current carrying Au wire.
Topographic effects can be ruled out as source of the neg-
ative phase shift, since there is no significant signal when
measuring with no applied current, see Figs. 3(g) and
(h).
A more detailed characterization was possible at
T = 4.2 K. The MFM images of a current loop can
be seen in Fig. 4(a) and (b), for applied currents
of I = ±3 mA, the field at the center of the loop
is Bc ≈ 783 µT, at a scan height of d = 100 nm.
Figs. 4(c) and (d) show the corresponding simulations
using Eq. (4), the parameters mz and δ are obtained
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5through fit of ∆ϕz(d) and ∆ϕz(I) to Eq. (5), as is
explained below. The four spectra, as indicated in
Figs. 4((a)–(d)), are shown in Fig. 4(e). The phase shift
for positive applied current is ∆ϕz,+ = −0.7◦, and for
a negative current, ∆ϕz,− = 1.9◦. The simulations are
shown as (dotted) lines. For both applied currents, ex-
periment and theory agree well. Deviations are obvious
when measuring across the Au wire. This is due to the
width of the wire of ≈ 1 µm, which is not taken into
account in the simulations (a perfect current loop with
zero width). Furthermore, the tip has a finite size and
is not a perfect magnetic dipole. Both cause a broad-
ening of the signal compared to theory. Also, a large
negative contribution to the phase is evident when scan-
ning above the gold. This is due to the electrostatic
interaction between the current carrying loop and the
Akiyama tip, when the tip hits the surface of the gold
wire. The measurement of zero applied current did not
show any significant signal (not shown here), therefore
topographic effects can be ruled out as source of the neg-
ative phase. The phase shifts at the center of the loop
show a larger value for both currents, when compared to
the predicted one, see Fig. 4(e). This indicates an addi-
tional repulsive force (∆ϕ > 0 and F ′ < 0). The sum
∆ϕz,± = |∆ϕz,+|+ |∆ϕz,+| = 2.6◦. This agrees with the
simulations, which predicts ∆ϕthz,± = 2.6
◦. Further, based
on Figs. 4(a) and (b), an angle of the tip magnetization
was taken into account, i.e. θ ≈ 17◦ and φ ≈ 81◦, as de-
fined in Fig. 2. This yields a total tip magnetic moment
of |m∗| = 2.42× 10−11 Am2.
Using Eq. (5), we can get information about the ef-
fective magnetic moment of the tip in z-direction, mz,
and the dipole distance from the tip peak, δ. For this
purpose, the y-scan axis was fixed at zero and the cen-
ter line was scanned several times. The resulting spectra
were averaged, in order to minimize the noise. First,
the phase shift at the center of the loop was measured
as function of applied current, see Fig. 5(a). The posi-
tive offset was corrected. As is expected from Eq. (5),
∆ϕ(I) is linear, the straight red line is the fit. The cur-
rent dependence can also be seen in the MFM image in
Fig. 5(b). There, the y-scan axis was fixed at y = 0 and
the current was sweeped from I = +5 mA to I = −5 mA.
Similarly, the phase shift can be measured as a function
of scan height as is shown in Fig. 6. The red line is the
fit to Eq. (5). From the fits of the current and height
dependence, an effective magnetic moment for the tip in
z-direction mz = (2.4 ± 0.5) × 10−11 Am2 and dipole
distance δ = (1.85 ± 0.1) µm were obtained for the cur-
rent loop with radius a = 2.4 µm. These values are of
the same order of magnitude as those of other self made
MFM tips [23, 24], and several orders of magnitude larger
than the effective magnetic moment of commercial tips,
where a ≈ 50 nm layer of CoCr is usually used.
In order to obtain the coercive field of the magnetic
Akiyama tip, a magnetic field of 7 T was applied prior
to the measurements, in order to magnetize the tip in
z-direction. The field was turned off, and as before, the
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Fig. 5. (a) Phase shift ∆ϕ as function of applied current at
T = 4.2 K. The red line is the fit to Eq. (5). In (b) ∆ϕ vs. I
can be seen for a fixed y-scan axis.
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Fig. 6. Phase shift ∆ϕ as function of scan height d at
T = 4.2 K. The red line is the fit to Eq. (5).
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Fig. 7. Phase shift ∆ϕ as a function of magnetic field H
applied in the opposite direction of tip magnetization, at
T = 4.2 K.
y axis was fixed at y = 0 in order to scan the center line
across the loop. Several scans have been measured and
the phase signal was averaged. After each measurement
the oscillation of the tip was turned off, and a magnetic
field was applied in the opposite direction, and turned
off again before measurement. The results can be seen in
Fig. 7. A coercive field of ≈ 6.8 mT was found and the
magnetic saturation sets in at field larger than 0.1 T.
IV. CONCLUSION
FEBID of Co has been successfully used to produce
magnetic Akiyama tips suitable for MFM measurements
at 300 K as well as at low temperatures. Using FEBID,
ferromagnetic Co can be deposited in sufficient amount
on Akiyama tips and other standard AFM probes, in any
desired shape and size. The results can be very well de-
scribed using standard theories. A high spatial resolution
is in principle feasible with the presented approach, given
that narrow magnetic tips can be grown by FEBID [25].
Akiyama tips are sensitive to electrostatic interactions.
Therefore, care has to be taken when measuring mag-
netic samples without an equipotential surface. Such
self made magnetic tips can be used for MFM measure-
ments with all the advantages of such self-oscillating and
self-sensing tips, such as temperature dependent or light-
sensitive measurements.
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